In response to requests from the sites of radiation emergency medicine, we developed a prototype of a computer system for assessing radioactive contaminants remaining in a wound or on the skin surface. This system implements numerical calibration of detectors measuring the contamination using a Monte Carlo simulation-based radiation transport code (MCNPX), coupled to a numerical phantom modeling the contaminants and the surrounding tissue. With the help of functional graphical user interfaces (GUIs) provided by the system, a user can perform desired simulations without complicated procedures to prepare input files for MCNPX. Benchmark calculations of MCNPX were conducted to verify the simulations and adjust detection-related parameter values not sufficiently provided by suppliers. The developed system should aid in making better assessments of the radiological contamination.
I. Introduction 1
Contamination with radioactive materials is one of the possible risks for persons engaged in various radiological operations. The contamination associated with injury is sometimes difficult to completely remove. 1) In such a case, it is necessary to conduct both identification of the nuclide(s) and determination of their activity in order to assess the subsequent radiological risk for the person. 2, 3) In the determination, proper counting efficiency calibration of the detector measuring the contamination is very important. However, one of the troublesome matters in the calibration is to prepare an anthropometric physical phantom simulating the contaminant and the surrounding tissue. Although some phantoms have been developed for other in vivo counting techniques 4) (e.g., whole-body counting or a certain organ counting), there have been no general phantoms available for the contaminants remaining in a wound or on the skin surface after an accident. The configuration of contamination will vary greatly according to the circumstances, so that it is difficult to decide on a single representative case based on which the anthropometric physical phantom would be designed. The most promising solution for this problem is a numerical calibration technique by means of a Monte Carlo (MC) simulation-based radiation transport code, coupled to a numerical phantom. In recent years, this technique has been well validated, and has proved to be a useful tool for realistic calibration that is difficult to be achieved with a physical phantom [5] [6] [7] . However, there still are few practical tools 8) for implementing numerical calibrations, especially for the contamination focused on in the present study, despite an urgent need for such calibration at the sites of radiation emergency medicine.
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The purpose of this study is to propose a basic design for a system practically available for reliable assessments of specific contaminations. A prototype of the system was thus newly developed in the present study. In this paper, we describe the outline of this system and some benchmark results of the MC code, MCNPX TM 9) used in the system.
II. Outline of the Developed System
In the development of the system, we attempted to achieve the followings: (1) A widely applicable system that can accommodate a variety of detectors used in radiological individual monitoring; (2) Interactively creating a numerical phantom according to obtained information on the actual distribution of the contaminant; (3) Using the same counting geometry in the simulation as in the measurement; (4) Operating the system without complicated procedures to prepare an input file for the MC code.
Although the prototype of the system we made does not fully satisfy the above, most of its basic design has been finalized. The outline of this system is explained below.
A general configuration model used in the system is shown in Fig. 1 . The contaminant is described with an assembly of rectangular volume elements (voxels) in source region, which is currently composed of a single material (the soft tissue of the human body 10) ). The detector is placed parallel to the top surface of the source region. This system consists of the following three programs: (1) a first program for setting a source distribution, (2) a second program for automatically creating a desired input file for MCNPX, and (3) a last program for displaying output results. These ARTICLE Progress in NUCLEAR SCIENCE and TECHNOLOGY, Vol. 1, p. 248-251 (2011) programs have functional graphical user interfaces (GUIs) to facilitate their execution. All of the programs were written in C# 3.0 language alone or together with Fortran 90 language, and can be individually executed on a personal computer operated with Windows TM .
Fig. 1
The general configuration model used in the system.
Program for Setup of Source Distribution
As described earlier, the contamination to be characterized in this study will vary according to the circumstances and sometimes will have a complicated distribution. It is thus important to take into account how the numerical model of the contamination is created in the system. From the viewpoint of practical use, it is desirable that a user can interactively create as realistic a numerical model of the contamination as possible, and also can implement related procedures easily. Figure 2 shows the setup display used to make a numerical phantom corresponding to the actual contamination. Each mesh in this figure is one of the voxels belonging to a certain depth layer. A user successively selects meshes and assigns them with relative intensities on the display so that the actual contamination can be sufficiently modeled. For convenience, a drawing tool is available for this procedure. In addition, the user can select one of two segmentations of the source region: a single-layer lattice or a multi-layer lattice. The former is suitable for modeling contaminants adhering to the skin surface; the latter is suitable for modeling contaminants reaching deep into the body. Fig. 3 shows the display for setting up the desired input file for calculations with MCNPX, together with a display of the next program. On this display, the user selects a desired combination from prepared datasets representing the following items: the radiation, the source distribution, and the detector. The detector position and the number of particles simulated are also set on the same display. After the setup, this program automatically writes the corresponding input file and executes it. The dataset of the source is created by the first program above described. Source descriptions are put in the input file by utilizing the "repeated structure" feature in MCNPX. The other datasets (the radiation and the detector), however, must be directly prepared by the user in the current system. Each data file of these datasets includes energy spectrum (or lines) or configurations of the detector expressed in the MCNPX format.
Program for Calculations with MCNPX
The system makes use of a pulse height tally estimator (F8) provided by MCNPX to calculate a counting efficiency of a radiation detector. This estimator calculates the energy distribution of pulses generated in the detector by physical interaction with radiations. This estimator can simulate most of the detectors commonly used in radiation monitoring. 
Program for Output Display
This program displays the results of the pulse height tally estimator in a graph (Fig. 3) or in a table format. The counting efficiency is treated as the sum of the probabilities of the pulses belonging to each of the energy bins above the lowest detectable energy of the detector or each within the energy region of interest. 
III. Benchmark Calculations of MCNPX
Benchmark calculations of the MCNPX code were conducted for various detectors that were selected to be incorporated into the prototype system. The aims of the benchmark are twofold: (1) to verify the simulation by comparison with experimental data and (2) to optimize detection-related parameters that are not sufficiently provided by suppliers, such as lowest detectable energy (LDE) or an actual region of detection. Table 1 lists the detectors tested in the present study, together with their brief test results. The major findings of our benchmark calculations are described below. The open area ratio of the entrance window (0.85) was considered.
*5 The insensitive layer thickness was optimized (see text).
Survey Meters for Detecting Surface Contamination
We calculated counting efficiencies of two survey meters: a ZnS(Ag) survey meter (TCS-232, ALOKA, Japan) and a ZnS(Ag)/plastic survey meter (TCS-352, ALOKA, Japan). The former is sensitive to alpha particles and the latter is sensitive to both alpha and beta particles. Comparison of experiments with the calculations was conducted using wide area reference sources ( 241 Am, 14 Sr). Figure 4 shows the calculation model of one of the survey meters, comprising the minimal structure for radiation detection. The protection lattice in front of the Mylar film needed to be precisely incorporated into the model since it greatly affects the detection.
In setting the benchmarks of alpha-particle measurements with the survey meters, we measured counting efficiencies of these detectors as a function of the source to detector distance (SDD). We then compared corresponding calculated efficiencies with the measured efficiencies. As a result, calculated efficiencies were found to be remarkably overestimated, especially for larger SDD. The actual LDE of these detectors were expected to be above 1 MeV, judging from the energy spectrum calculated at the maximum detectable SDD. The value of this LDE was adjusted to 1.5 MeV in accordance with some additional experiments.
In the benchmarking of beta-particle measurements, we found good agreement between the calculated and observed efficiencies, except for the 14 C source. Beta energy spectra used in the simulation were taken from DECDC 11) . More detailed analysis is however needed, since the MCNP code has a tendency toward slight underestimation. Fig. 4 The calculation model for the survey meter (TCS-352).In the experiment, the air gap distance between the source andthe protection lattice was changed.
Germanium Semiconductor Detector
We selected a planer-type germanium semiconductor detector (GLP-36385/10P, ORTEC, US) for benchmarking. This germanium detector is designed especially for detecting low energy photons with higher sensitivity. Such a germanium detector is one of the typical detectors used in monitoring of wounds contaminated with plutonium or americium 12) . In the simulation, the sensitive region in the germanium crystal should be given the shape which is generally optimum, to obtain better agreement with experimental peak efficiencies. The straightforward method to determine this is sensitivity analysis of the shape of the sensitivity region, assuming insensitive layers attached to the electrodes 13, 14) . The calculation model for this detector is shown in Fig. 5 in which a single insensitive layer consisting of germanium is placed on the side toward the entrance window. The experiment was conducted by placing an 241 Am point reference source in front of the entrance window. The sensitivity analysis above described was performed keeping the total volume of the crystal constant. Consequently, the optimized thickness of insensitive layer was determined to be 10 m ( Table 2) . The averaged discrepancy between the calculated and the observed peak efficiencies was within 10% for the major photons emitted from 241 Am (13.9, 17.5, 22.0, 26.4 and 59.5 keV); in particular, the discrepancy in the peak efficiency was reduced from 80% to within a few percentage points for 13.9 keV by this optimization. Note that the front insensitive layer which was modeled is not effective for adjusting peak efficiencies for higher energy photons (more than 100 keV). Significant difference was not found between the results with a thick-target bremsstrahlung (TTB) model and with a detailed electron transport model; thus, the former model would be preferable for experiments similar to the above since the latter model is more time-consuming. 
IV. Conclusion and Future Works
A prototype of a computer system for assessing contaminants remaining in the body was newly developed. This system enables calibrations of detectors measuring the contaminants by means of a Monte Carlo simulation code (MCNPX), coupled to a numerical phantom. User-friendly interfaces provided by the system facilitate procedures for the simulation, such as creating the numerical phantom and writing the input file taking into account actual measurement conditions. Benchmarking of the MCNPX code was done for a variety of detectors in order to confirm the accuracy of their simulations in the system. The basic design of the system was almost finalized, and thus the goal of the next studies is to test the system for more realistic simulated contaminants. Further improvement is being planned for this system. 
